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Abstract
Eddy covariance ﬂux research has relied on open- or closed-path gas analyzers for producing estimates of net ecosys-
tem exchange of carbon dioxide (CO2) and water vapor (H2O). The two instruments have had different challenges
that have led to development of an enclosed design that is intended to maximize strengths and minimize weaknesses
of both traditional designs. Similar to the closed-path analyzer, the enclosed design leads to minimal data loss during
precipitation events and icing, and it does not have surface heating issues. Similar to the open-path design, the
enclosed design has good frequency response due to small ﬂux attenuation loss in the short intake tube, does not
need frequent calibration, has minimal maintenance requirements, and can be used in a very low power conﬁgura-
tion. Another important feature of such a design is the ability to output instantaneous mixing ratio, or dry mole frac-
tion, so that instantaneous thermal and pressure-related expansion and contraction, and water dilution of the
sampled air have been accounted for. Thus, no density corrections should be required to compute ﬂuxes during post-
processing. Calculations of CO2 and H2O ﬂuxes via instantaneous mixing ratio from the new enclosed CO2/H2O gas
analyzer were tested in nine ﬁeld experiments during 2009–2010 in a wide range of ecosystems and setups. Fluxes
computed via a mixing ratio output from the instrument without applying density corrections were compared to
those computed the traditional way using density corrections. The results suggest that with proper temperature,
water vapor, and pressure measurements in the cell, gas ﬂuxes can be computed conﬁdently from raw covariance of
mixing ratio and vertical wind speed, multiplied by a frequency response correction. This has important implications
for future ﬂux measurements, because avoiding hourly density corrections could have the advantages of increasing
ﬂux measurement quality and temporal resolution, reducing the magnitude of minimum detectable ﬂux, unifying
data processing steps, and assuring better intercomparison between different sites and networks.
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Introduction
Traditionally, high-speed gas analyzers with response rate
of 10 Hz or higher utilized for measurements of eddy
covarianceﬂuxesofcarbondioxide(CO2)an dw ate rvapor
(H2O)aredesignedinoneoftwoconﬁgurations;openpath
or closed path. Both designs are well known, ﬁrmly estab-
lished, and widely used in ﬂux measurement research to
understand thenetexchangeofCO2and H2Obetweenter-
restrial ecosystems and the atmosphere (Leuning & Judd,
1996; Massman et al., 2004; Law, 2006). The advantages
anddeﬁcienciesofeachdesignarealsowellknown.
Closed-path analyzers able to gather data during pre-
cipitation events, can often be climate-controlled, and are
not subject to surface heating issues (Burba et al., 2008;
Clement et al., 2009; Jarvi et al., 2009). However, they are
associated with signiﬁcant frequency loss in long intake
tubes, especially affecting H2O ﬂux, due to sorption and
desorption of water molecules on the tubing walls (Lens-
chow & Raupach, 1991; Massman & Ibrom, 2008). They
mayalsorequirerelativelyfrequentcalibrations,andmay
need a high power pump, leading to greater power con-
sumption;asigniﬁcantchallengeforremotelocations.
Open-path analyzers have good frequency response
for both CO2 and H2O, usually exhibit long-term stabil-
ity, and have low or moderate sensitivity to window
contamination. They do not require pumps, have low
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However, data collected during precipitation events
and icing are often unusable (Clement et al., 2009), and
may require a correction for instrument surface heating
in very cold conditions (Grelle & Burba, 2007; Burba
et al., 2008; Jarvi et al., 2009).
A new enclosed gas analyzer, the LI-7200 (LI-COR
Biosciences, Lincoln, NE, USA), ﬁeld tested during
2005–2009 and widely deployed in ﬂux research start-
ing in 2009, is a combination of the traditional open-
path and closed-path designs (Clement et al., 2009;
Burba et al., 2010). Although mechanically similar to
the traditional long-tube closed-path design, the
enclosed design is a low power solution with a short
intake tube. This design is intended to solve most of the
issues of the two traditional designs without sacriﬁcing
their positive attributes, maximizing their strengths
and minimizing weaknesses.
Analogous to the closed-path solution, the enclosed
design results in minimal data loss due to precipitation
and icing, and is not subject to surface heating phenom-
ena (Burba et al., 2008; Clement et al., 2009). Analogous
to the open-path solution, the enclosed design leads to
a good frequency response because of the short intake
tube, does not require frequent calibrations, and oper-
ates with low power consumption. Further details on
the characteristics of the enclosed design can be found
in Burba et al. (2010).
Another important feature of an enclosed design is
the ability to output instantaneous mixing ratio, or dry
mole fraction, because native density measurements
can be converted to mixing ratio units using instanta-
neous measurements of temperature, water vapor, and
pressure inside the sampling cell. Outputting instanta-
neous mixing ratios implies that the instantaneous ther-
mal and pressure-related expansion and water dilution
of the sampled air have been accounted for in such a
conversion (Leuning, 2004; Nakai et al., 2011). Thus,
density corrections are not required to compute ﬂuxes
when the instantaneous mixing ratio is used.
This method of calculating ﬂuxes has been frequently
used with traditional closed-path analyzers (e.g., LI-COR
LI-6262 and LI-7000), because instantaneous ﬂuctua-
tions in the air temperature of the sample were attenu-
ated in the long intake tube; instantaneous pressure
ﬂuctuations were assumed negligible; H2O was mea-
sured simultaneously with CO2, and dry mole fraction
was output. In an enclosed design with a short tube,
most, but not all, of the instantaneous temperature ﬂuc-
tuations are attenuated, thus calculating ﬂuxes using
the mixing ratio output of this type of instrument
requires validation.
Fluxes of CO2 and H2O from nine ﬁeld deployments
of the new enclosed analyzer in various ecosystems and
setups were examined in this study. The experiments
consisted of seven deployments of the AmeriFlux Rov-
ing Intercomparison System in California, Arizona,
New Mexico, and Oregon; one deployment at a USDA
ﬂux site in Arizona; one deployment at the University
of Alaska Fairbanks (UAF) site, and one deployment at
the LI-COR test facility in Lincoln, Nebraska. Fluxes
were computed in two ways: (i) in the traditional way,
using gas density output with subsequent density cor-
rections during postprocessing after Webb et al. (1980),
and (ii) using a mixing ratio output from the instrument
without applying density corrections.
Thefocusofthisstudywasonthefollowingkeyaspects
of the traditional and mixing ratio-based ﬂux measure-
ments by an enclosed analyzer, and related calculations
insidetheinstrumentandduringpostprocessing.
1 Degree of temperature attenuation by the short
intake tube, and its implications for traditional and
mixing ratio ﬂux calculations.
2 Pressure drop and instantaneous pressure ﬂuctua-
tions in the cell, and their implications for traditional
and mixing ratio ﬂux calculations.
3 Validation of instantaneous mixing ratio computed
in real time inside the instrument vs. hand calcula-
tions during postprocessing.
4 Comparison of traditionally computed hourly ﬂuxes
of CO2 and H2O following Webb et al. (1980), with
those computed using mixing ratio across the sam-
pled ecosystems and setups.
5 Feasibility and implications of computing ﬂuxes from
the mixing ratio output by an enclosed analyzer.
Materials and methods
Theoretical considerations
Fundamentally, ﬂuxes can be computed from a covariance
between vertical wind speed and gas content following (Webb
et al., 1980; Leuning, 2004; Massman, 2004):
Fcm ¼ wqsw   qd w0s0; ð1Þ
where Fcm is ﬁnal corrected ﬂux computed using mixing ratio;
w is vertical wind speed; ρ is total air density; sw is wet mole
fraction; ρd is dry air density; s is mixing ratio (dry mole frac-
tion). The overbar indicates mean quantity, and the prime
symbol indicates instantaneous deviation from the mean.
However, traditional ﬂux calculations usually use density
measurements native to the light absorption-based gas analyz-
ers, and then apply density corrections after Webb et al.
(1980), hereafter referred to as WPL:
Fct ¼ w0q0
c þ l
E
qd
qc
1 þ lðqm=qdÞ
þ
H
qCp
qc
T
þ 0; ð2Þ
where Fct is the ﬁnal WPL-corrected ﬂux, computed in the tra-
ditional manner using gas density qc; E is evapotranspiration;
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386 G. BURBA et al.H is sensible heat ﬂux; ρv is H2O vapor density; Cp is speciﬁc
heat of air; T is sampled air temperature in K; l is a ratio of
molar masses of air to water (l = 1.6077).
The ﬁrst term on the right-hand side of Eqn (2) is a raw ﬂux
covariance. The second term is a water vapor dilution term
(LE-term), where E is computed from H2O density measured
in the cell of an analyzer simultaneously with CO2. The third
term is a thermal expansion and contraction (H-term), where
H in the cell is reduced in the enclosed analyzer by 90–99% of
ambient, due to attenuation by an intake tube (Clement et al.,
2009; Burba et al., 2010), and is dependent on ﬂow rate, ambi-
ent sensible heat ﬂux, surface roughness, thermal stability,
and instrument height. The remainder is computed from
instantaneous temperature measurements inside the cell. This
term is usually neglected in closed-path analyzers with long
intake tubes, but should not necessarily be discarded in the
short-tube enclosed design.
The fourth and last term is a pressure expansion (P-term),
which is usually assumed to be negligible. However, it may be
non-negligible in some situations, especially when measuring
in ﬂuctuating pressure ﬁelds (Lee & Massman, 2011; Nakai
et al., 2011; Zhang et al., 2011), and may be computed from the
gas pressure in the cell, p, after Lee & Massman (2011):
P-term ¼  qc 1 þ l
qm
qd

w0p0
p
: ð3Þ
An enclosed analyzer can utilize Eqn (1) for ﬂux calcula-
tions because it measures instantaneous temperature and
pressure in the cell alongside the gas density and water vapor.
The mixing ratio, s, expressed as moles of gas or water vapor
per moles of dry air, can be computed in an enclosed analyzer
in real time from the gas density measurements as follows:
S ¼
Sw
1   Xw
¼
qcðRT=pÞ
1   Xw
; ð4Þ
where Xw is instantaneous water mole fraction in the cell, T is
instantaneous sampled air temperature in the cell, and R is a
gas constant.
Precise time matching between qc, T, p, and Xw is extremely
important for computing correct instantaneous s, because tem-
perature- and pressure-related expansions and contractions,
and water vapor dilution are instantaneous processes affecting
qc. Therefore, special care should be taken in the analyzer soft-
ware to properly measure, delay, and align all inputs in Eqn
(4), as described below in the Instrument design. The Results
and discussion also includes a comparison of real-time calcu-
lations of s by the analyzer software with manual calculations
from raw instantaneous time series of each of the components
in Eqn (4) during postprocessing.
Several novel approaches were recently proposed for the
order of the corrections in eddy covariance ﬂux calculations
(Ibrom et al., 2007), for the importance of including the pres-
sure term into WPL computations (Lee & Massman, 2011;
Nakai et al., 2011; Zhang et al., 2011), and for the form of the
original Webb–Pearman–Leuning correction (Liu, 2005, 2006,
2009; Kowalski, 2006; Leuning, 2007; Lee & Massman, 2011).
These are important developments in eddy covariance ﬂux
methodology, but comparing and testing these approaches fall
outside the scope of this study. The focus of this study is,
rather, on comparing mixing ratio-based gas ﬂux calculations
to those from a widely used traditional approach. Therefore,
for density-based ﬂux calculations, Eqn (2) is used as shown,
and co-spectral frequency response corrections (Kaimal et al.,
1972; Moore, 1986; Massman, 2000; Massman, 2001) are
applied to the raw ﬂux covariance (Massman, 2004).
Similar frequency response corrections were applied to the
mixing ratio-based ﬂux covariance. This is not an ideal proce-
dure, because mixing ratio does not have the inﬂuence of ﬂuc-
tuating temperature, pressure, and water vapor built into its
ﬁnal value. However, theoretical co-spectral corrections for
mixing ratio per se have not yet been developed, to our knowl-
edge. Frequency corrections for both density-based and mix-
ing ratio-based ﬂuxes have been veriﬁed by comparing the
area under the actual co-spectral shape of w′qc′ and w′s′ with
the area under the Kaimal and w′T′ co-spectra.
Instrument design
The LI-7200 is an enclosed gas analyzer enabled for operation
with a short intake tube. Instantaneous air temperature and
air pressure are measured inside the sampling cell, along with
instantaneous measurements of CO2 and H2O concentrations.
When used with a long tube (>1.5–2 m), the analyzer func-
tions as a closed-path device. When used with an extremely
short tube (ca. 0–0.5 m), it behaves more closely to an open-
path device. When used in its default conﬁguration (with a
0.5–1.5 m tube), it has characteristics of both designs. Table 1
outlines subtle but important differences between the three
designs. Optimum tube lengths for different applications are
discussed in Clement et al. (2009) and Burba et al. (2010).
The design of the analyzer is based on the optical technol-
ogy of the open-path LI-7500 analyzer (LI-COR Inc, 2001),
with some improvements and modiﬁcations (Clement et al.,
2009; Burba et al., 2010). The enclosed analyzer outputs instan-
taneous gas density used in traditional ﬂux calculations (Webb
et al., 1980). It also outputs instantaneous mixing ratio of CO2
and H2O, corrected for dilution, and thermal and pressure
expansion using instantaneous water, temperature and pres-
sure measurements inside the cell, so that no WPL terms are
required during postprocessing.
Instantaneous temperatures are measured just before air
enters the sampling volume and immediately after air leaves
the sampling volume. Instantaneous pressure is measured in
the middle of the cell with a high speed, high precision differ-
ential pressure sensor combined with a low speed, high preci-
sion absolute pressure sensor located in the electronic box.
Further details of the design and the traditional density-based
performance of the analyzer are described in detail in Burba
et al. (2010) and in the instrument manual (LI-COR, Inc, 2010).
As mentioned in Theoretical Considerations, precise time
matching between qc, T, p, and Xw is extremely important for
computing correct instantaneous s in real time using Eqn (4).
Therefore, special attention was given in the analyzer software
to properly measure, delay, and align all inputs required for
Eqn (4). In this particular design, instantaneous air tempera-
tures measured near the inlet (Tin) and outlet (Tout) of the sam-
© 2011 Blackwell Publishing Ltd, Global Change Biology, 18, 385–399
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properly reﬂects the temperature integrated over the entire
cell volume for ﬂow rates ranging from 12 to 17 lpm. The
importance of proper weighting of Tin and Tout to characterize
the high-speed temperature and mixing ratio of the air sample
in an enclosed gas analyzer is illustrated in Table 2 by com-
parison with the closed-path standard. Furthermore, the outlet
air temperature in the enclosed sampling cell is delayed in
time in relation to the inlet cell temperature to describe the
same air parcel, and all other signals are delayed in relation to
T to compensate for the thermal inertia of thermocouples mea-
suring inlet and outlet temperatures. Further details on the
conﬁguration and operation of this device can be found in the
respective instruction manual (LI-COR, Inc, 2010) and in
Burba et al. (2010).
Field experiments
To characterize the traditional aspects of the instrument per-
formance, data from extensive ﬁeld tests of the enclosed ana-
lyzer conducted during 2006–2009 over ryegrass in Nebraska
and over a sawgrass wetland in Florida were used. In these
experiments, the main focus was on instantaneous gas den-
sity, frequency response, and the magnitudes of density-based
ﬂuxes from the enclosed analyzer in comparison with the
established open-path and closed-path standards. Tempera-
ture and pressure in the cell, data loss during precipitation,
tube optimization, and power requirements were also exam-
ined. The results are provided in Burba et al. (2010). At the
time of these experiments, automated real-time mixing ratio
calculations were not yet available in the instrument software.
However, various conﬁgurations, settings, and regiments pro-
vided a variety of conditions useful for examining tempera-
ture and pressure behavior in the cell. Here, we use the data
from these experiments for evaluating temperature attenua-
tion and magnitudes of the H-term in the cell, and instanta-
neous pressure and the P-term in the cell.
For comparison of mixing ratio-based ﬂux calculations to
the density-based ﬂux calculations, data were used from a
total of nine ﬁeld experiments conducted during 2009–2010.
These experiments covered a broad range of setups and condi-
tions: six experiments from the AmeriFlux Roving Station uti-
lizing the enclosed analyzer as a part of the AmeriFlux
Quality Assurance and Quality Control Intercomparisons; one
experiment from a USDA site in Arizona (AZ-2); one experi-
ment from the UAF site (Nakai et al., 2011); and one experi-
Table 1 Typical implementation and key practical features of open-path, closed-path, and enclosed designs of fast gas analyzers
used in eddy covariance ﬂux measurements
Open-path design Enclosed design Closed-path design
Sampling cell position Next to the sonic anemometer Within 1.5 m from the sonic
anemometer
Away from the sonic anemometer
Intake tube length None Few centimeters to 1.5 m 4.0–40.0 m or more
Fast T and p in the cell No Yes No, in pre-2010 models
Frequency losses Sensor separation, ﬂow
disturbance, path averaging
Small frequency dampening,
path averaging
Medium-to-large frequency
dampening, path averaging
Temperature attenuation None On average, 90–99% On average, over 90–99%
WPL size Large Small, mostly LE-term Small, mostly LE-term
Ability to output mixing ratio None Yes Yes, assuming zero or measured
T′ and p′
Cell cleaning Easy, user cleanable Easy, user cleanable Moderate-to-hard, often not user
cleanable
Loss during precipitation Large Limited by anemometer Limited by anemometer
Calibration, zero check Weekly-to-monthly, manual Weekly-to-monthly, manual or
automated
Weekly-to-monthly, manual or
automated
Table 2 Illustration of the importance of proper weighting of Tin and Tout to characterize the high-speed temperature and mixing
ratio of the air sample in an enclosed gas analyzer
Regiment Slope Offset (mmol m
 2 s
 1) R
2
Using just Tin and ignoring Tout 0.94
s 0.00021 0.96
Using just Tout and ignoring Tin 1.02
s 0.00007 0.96
Arithmetic average of Tin and Tout 0.98
s 0.00014 0.96
Weighted average (1 : 4 for Tin:Tout) 1.00 0.00010 0.96
Comparison of CO2 ﬂuxes from an enclosed gas analyzer with a closed-path reference: [ﬂuxes from an enclosed gas analyzer] =
[slope] 9 [ﬂuxes from closed-path reference] + [offset], n = 774. The LI-7000 was used as a closed-path reference in the 2007 experi-
ment in Lincoln, NE, described in Burba et al. (2010). Here and in all further superscript ‘s’ indicates slopes that are signiﬁcantly dif-
ferent from 1.
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(Burba et al., 2010). The experiments covered a variety of eco-
systems, from a semiarid shrubland in southern Arizona to a
forest in central Alaska. Elevations above sea level ranged
between 70 and 1593 m, and average temperatures ranged
between 7.9 and 28.3 °C. Canopy height ranged from 0.1 to
30 m. The time of year was variable, and covered periods
from March through November.
In all nine experiments, data were collected at 10 Hz, using
a default 1-m intake tube with rain cup and insect screen, and
without an external ﬁne-particle ﬁlter. The default 14–15 lpm
ﬂow rate was used to sample the air. The inlet was installed
next to a sonic anemometer with a sensor separation ranging
from 0.10 to 0.25 m. The instrument placement height ranged
from 2.5 to 48.0 m above the ground. Table 3 summarizes the
site description for these experiments.
Most of the mixing ratio-based ﬂux experiments in this
study started recently, were relatively short in duration, rang-
ing from weeks to a few months, and were primarily focused
on hourly ﬂuxes. These do not allow examining long-term
effects on ﬂux integration for all nine sites. Therefore, the
focus of this study is on hourly mixing ratio-based ﬂuxes com-
pared to traditional density-based ﬂuxes at nine different sites.
Integrated effects over a longer time scale are studied for a sin-
gle AK site in Nakai et al. (2011).
Data processing and quality control
In all experiments, eddy covariance ﬂux data have under-
gone careful postprocessing, selection, and quality control.
Postprocessing was nearly identical for density-based and
mixing-ratio-based ﬂuxes, and included standard steps to
compute results from the instantaneous 10 Hz data: de-spik-
ing, rotation, time delay computation in relation to vertical
wind speed, standard frequency response corrections, sta-
tionarity tests, etc. These and other quality control steps
were performed, generally following the FluxNet guidelines
(Aubinet et al., 1999; Foken et al., 2004). Then, to assure
proper comparison between results obtained with traditional
density-based ﬂux calculations and proposed mixing-ratio-
based ﬂux calculations, data were removed during nonsta-
tionary conditions, rain, snow, instrument malfunctions, etc.
Gaps in the data were not ﬁlled. In addition, all computa-
tions include only hours with complete original data for
both density-based calculations and mixing-ratio-based cal-
culations when actual inputs were available and valid for
both methods. For ﬂuxes computed in the traditional man-
ner, the original Webb–Pearman–Leuning correction was
used after Webb et al. (1980). For ﬂuxes computed using
instantaneous mixing ratio, no WPL correction was applied.
The AZ-2 site had mixing ratio computed from density dur-
ing postprocessing, whereas the other eight sites used,
direct output of the mixing ratio from the instrument soft-
ware. Slopes and intercepts of regressions on plots and
tables have been analyzed for a statistical signiﬁcance with
95% conﬁdence level: superscript ‘s’ indicates slopes that
are signiﬁcantly different from 1. The absence of a super-
script indicates statistically insigniﬁcant values.
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CO2 AND H2O FLUXES FROM FAST MIXING RATIO 389Results and discussion
There are three variables responsible for the difference
between the instantaneous gas density and its mixing
ratio: (i) instantaneous gas temperature, (ii) instanta-
neous gas pressure, and (iii) instantaneous water vapor
content, as described in Eqn (4). Examining these is
important for understanding the way mixing ratio is
computed in an enclosed analyzer, for assessing the reli-
ability of such measurements, and ultimately, for conﬁ-
dence in the mixing-ratio-based ﬂux calculations. Of
these three variables, the instantaneous water vapor
measurements are described in the literature in detail,
and are generally well understood. Instantaneous water
vapor content in the cell, as a physical variable, has been
examined in conjunction with CO2 for closed-path ana-
lyzers utilizing similar technologies for the past
20 years (Leuning & Moncrieff, 1990; Suyker & Verma,
1993), and in the last few years, it was speciﬁcally exam-
ined for short-tube enclosed analyzers (Clement et al.,
2009; Burba et al., 2010). In addition, H2O measurements
in the enclosed analyzer are done at the same rate,
within the same volume, and essentially by the same
optical and electronic means as the CO2 measurements
(LI-COR Inc, 2010). Reliability of H2O measurements,
resulting CO2 wet mole fraction, and efﬁcacy of point-
by-point conversion to dry mole fraction using instanta-
neous H2O was conﬁrmed by a number of closed-path
studies and via comparisons with standards (Kowalski
& Serrano-Ortiz, 2007; Kowalski, 2008).
Less information is available, or easily deducible, on
the instantaneous temperature and the pressure in the
cell of an enclosed analyzer, and their effect on the
instantaneous mixing ratio. Therefore, we ﬁrst focus on
the instantaneous gas temperature and pressure behav-
ior inside the enclosed analyzer cell, and their implica-
tions for the instantaneous mixing ratio computation.
Instantaneous air temperature in the cell
A typical example of 10 Hz air temperature measure-
ments inside the sampling cell of the enclosed analyzer
is shown in Fig. 1. Daytime instantaneous air tempera-
ture (Fig. 1a) was on average 1.2° warmer than the
ambient air, as a result of intentional coupling of
the internal electronics and the cell, and also due to the
solar load. This design promotes a condensation-free
environment inside the sensor, without the need for
external heating and resulting increase in power con-
sumption. The instantaneous temperature was signiﬁ-
cantly attenuated by a 1-m long intake tube in this
example (Fig. 1a), and temperature ﬂuctuations in the
cell were 20–200 times smaller than that in the ambient
conditions outside.
Typical co-spectra of w′T′ inside and outside the
enclosed analyzer are shown in Fig. 1b. These were not
normalized by the mean covariance to better show the
inﬂuence of the tube attenuation. As with the example
of the instantaneous temperature data (Fig. 1a), the co-
spectral plot suggests very strong attenuation of the
f
C
C
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(c)
Fig. 1 Fast air temperature inside and outside the enclosed gas
analyzer. (a) Example of 30 s of 10 Hz data; (b) ensemble aver-
age of 47 daytime hourly co-spectra, not normalized by co-vari-
ance to show the absolute magnitudes; (c) H input for WPL
temperature term. January 2007, Lincoln, NE Site. Arrows indi-
cate hours when WPL temperature term is not negligible inside
the enclosed analyzer with 1-m tube, and inside the traditional
closed-path analyzer with 4.5 m tube. Fluctuations in T are
small but should be neglected in neither enclosed nor closed-
path design. Cell air temperature should be measured at the fast
rate to account for this process.
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390 G. BURBA et al.temperature signal by the intake tube, especially at
mid-to-high frequencies. Overall, instantaneous ﬂuctu-
ations were attenuated, on average, by about 90–99%
with a 1-m intake tube. Some power still remained at
lower frequencies (<0.001), and was not fully attenu-
ated by the intake.
Such signiﬁcant temperature attenuation minimizes
the WPL H-term (third member on the right in Eqn 2),
but it is important to note that the H-term could not be
assumed to be negligible in all cases. Figure 1c demon-
strates the examples of magnitudes of actual H inside
the cell of the enclosed analyzer over 3 days with low-
to-moderate ambient sensible heat ﬂuxes. The H inside
the cell was calculated from w′T′ using a time delay for
CO2 to demonstrate the size of H placed into Eqn (2)
when correcting CO2 ﬂux for WPL terms.
Most of the H-term was on the order of a few watts,
and could potentially be neglected, especially for sum-
mer observances over a green canopy or over wet soil
with high w′qc′. However, there were few periods when
H inside the cell was 10–4 0Wm
 2, translating approxi-
mately to a correction of 0.0004–0.002 mmol CO2
m
 2 s
 1, depending on the concentration of CO2 and
H2O and sampled air temperature, as follows from the
inputs into H-term (Eqn 2). This occasional, yet, non-
negligible correction probably comes from the low-fre-
quency temperature contributions, as observed in and
corroborated by a similar situation with a 4.5-m closed-
path analyzer (LI-7000; Fig. 1c).
There are several ways to approach the contribution
of the remaining temperature ﬂuctuations in the cell to
the ﬂuxes measured with an enclosed gas analyzer:
Using long intake tube and neglecting H-term. This is
equivalent to effectively turning an enclosed analyzer
into a traditional closed-path analyzer (Table 1). This
approach would certainly lead to a reduction in temper-
ature ﬂuctuations beyond 90–99% observed for a 1-m
intake tube in most cases, but would come at the
expense of increased power consumption, undesirable
high frequency losses for CO2 and more so for H2O sig-
nals (Burba et al., 2010), and associated increased uncer-
tainties in H2O and CO2 ﬂuxes. In addition, this
approach would still be insufﬁcient to correct occa-
sional signiﬁcant H-terms similar to those shown for the
closed-path analyzer with a 4.5-m intake tube in Fig. 1c.
Measuring the instantaneous T in the cell and computing H-
term from w′T′. This approach is based on a traditional
WPL equation, which was successfully used for esti-
mating LE-term and H-term in open-path analyzers,
and for estimating LE-term for closed-path analyzers
for more than 30 years (Massman, 1991; Leuning, 2004;
Lee & Massman, 2011). In an enclosed design, with
direct measurements of instantaneous temperature
inside the cell, one could use the w′T′ to compute H-
term in the cell, and eliminate temperature effects
already signiﬁcantly minimized by attenuation in the
intake tube. However, there are several potential theo-
retical and methodological issues with this approach. If
one uses approach #2 for H-term, they would have to
consider computing LE-term and P-term as well. Then,
uncertainties in estimating H for H-term and E for LE-
term using an eddy covariance method would enter the
ﬁnal CO2 and H2O ﬂux calculations, and may over-
power w′qc′ itself (Eqn 2). There is little consensus on
the role and importance of the P-term (Lee & Massman,
2011; Nakai et al., 2011; Zhang et al., 2011, etc.). In addi-
tion, it is not fully clear if time delays for the w′T′ term
would have to be different when computing H-term for
CO2 ﬂux vs. those for H2O ﬂux. It may not be fully clear
in which order and at what exact frequency response
corrections should be applied to the respective mem-
bers of H-term, LE-term, P-term, and w′qc′. In addition,
several recent studies of closed-path analyzers have
shown that computing instantaneous mole fraction
point-by-point using instantaneous water vapor mea-
surements may offer advantages over the traditional
approach of computing and applying LE-term (Leu-
ning, 2004; Kowalski & Serrano-Ortiz, 2007; Leuning,
2007; Kowalski, 2008). The same reasoning should hold
for the w′T′ and H-term.
Measuring instantaneous T in the cell and computing
instantaneous mixing ratio. This is a variation of the
approach often used for closed-path analyzers using
point-by-point correction due to instantaneous water
vapor, and assuming instantaneous ﬂuctuations of T
and p are negligible (Ibrom et al., 2007). Yet, in the
approach proposed in this study, instantaneous T and p
are not neglected but are measured directly. For the
speciﬁc case of the LI-7200 enclosed analyzer, the point-
by-point correction from density to mixing ratio (dry
mole fraction) is done in the instrument software in real
time without the need for postprocessing.
In this approach, Eqn (1) is used together with Eqn
(4) to directly compute the gas ﬂux, and no H-term, LE-
term, or P-term is required. This provides a number of
advantages, including accounting for small variation in
the remaining temperature ﬂuctuations regardless of
tube length, for occasional increases in low-frequency
contributions resulting in a signiﬁcant H-term, and
allowing further shortening of the intake tube, if
desired, for speciﬁc experiment. In addition, there is no
longer a concern about the order of the corrections, sep-
arate time delays for CO2 and H2O, and the importance,
or lack thereof, of the H-term in the enclosed or closed-
path analyzer.
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CO2 AND H2O FLUXES FROM FAST MIXING RATIO 391The ﬂux calculation workﬂow is reframed from being
a fairly complex set of theoretical and methodological
problems into a fairly simple engineering task (e.g.,
measure T fast and well, and at the same time as CO2
and H2O). We evaluate the performance of this
approach and test it vs. approach #2 in terms of CO2
and H2O ﬂux calculations in the respective sections
below.
Instantaneous air pressure in the cell
A typical example of 10 Hz air pressure inside the sam-
pling cell of the enclosed analyzer is shown in Fig. 2.
Cell air pressure was about 0.4 kPa below ambient
(Fig. 2a). A small pressure drop was observed at 14–
15 lpm ﬂows, with 0.5 and 1-m intakes ﬁtted with an
insect screen and without a ﬁlter. Fluctuations in
instantaneous cell air pressure were below 0.025 kPa,
very close to the ambient, with the use of a ﬂow module
without buffer volume (7200-101; LI-COR Biosciences).
Similar results were observed with the use of a 20 L
buffer between the off-the-shelf industrial pump and
the cell (Burba et al., 2010).
Typical co-spectra of w′p′ inside and outside the
enclosed analyzer are shown in Fig. 2b. The w′qc′ co-
spectrum is also provided for reference. The co-spectra
were not normalized by the mean covariance to better
compare relative magnitudes. As with the instanta-
neous pressure data (Fig. 2a), the co-spectral plot sug-
gests a very small P-term across all contributing
frequencies.
Although pressure variations suggest a minimal
P-term (Eqn 3), it is important to note that it is not neg-
ligible in all cases. Figure 2c demonstrates the magni-
tude of the actual w′p′ inside the cell of the enclosed
analyzer over 3 relatively windy winter days, using the
tube without a ﬁlter or a rain cup, facing the wind. The
w′p′ was calculated using a time delay for CO2 to dem-
onstrate the size of w′p′ entered into Eqn (2) when cor-
recting density-based CO2 ﬂux.
Most of the w′p′ was on the order of  0.001 kPa
ms
 1, and could potentially be neglected. However,
there were few periods when w′p′ inside cell was
 0.004 to  0.005 kPa m s
 1, equivalent to the P-term
of about 0.0003–0.0006 mmol CO2 m
 2 s
 1, depending
on the concentration of CO2 and H2O, and mean pres-
sure (Eqn 3). Such an error may be negligible for nor-
mal warm season ﬂuxes, but is on the same order of
magnitude as ﬂux itself in winter, and could signiﬁ-
cantly accumulate over time (Nakai et al., 2011). Similar
situations may be expected in closed-path analyzers
with long intakes, because p′ transits tubes very easily.
As with temperature, there are several ways to
account for the contribution of pressure attenuation in
the cell to the ﬂuxes measured with an enclosed gas
analyzer:
Neglecting pressure inﬂuence and P-term. This has tradi-
tionally been done for closed-path and open-path
analyzers using either the WPL approach, or using
point-by-pointconversiontomolefraction.Instantaneous
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Fig. 2 Fast air pressure inside and outside enclosed gas ana-
lyzer. (a) Example of 30 s of 10 Hz data; (b) ensemble average
of 47 daytime hourly co-spectra alongside CO2 ﬂux co-spectra,
not normalized by co-variance to show the absolute magni-
tudes; (c) w′p′ input for WPL pressure term. January 2007, Lin-
coln, NE Site. Arrows indicate hours when temperature term
may not be negligible, especially during low gas ﬂuxes. Pres-
sure ﬂuctuations in the cell are small but at times are not negli-
gible. Cell pressure should be measured at the fast rate to
account for this process for any tube length, because p′ transits
tubes very easily.
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392 G. BURBA et al.pressure was not measured in the cell of the analyzers,
as it was assumed negligible. However, studies by
Massman & Lee (2002), Massman (2004) and Zhang
et al. (2011) for closed-path and open-path analyzers,
and a recent study by Nakai et al. (2011) for an enclosed
analyzer have demonstrated that the instantaneous
pressure ﬂuctuations should not be neglected when
computing CO2 and H2O ﬂuxes, especially when long-
term integration is the focus of the study (Nakai et al.,
2011). In addition, this approach would still be insufﬁ-
cient to correct occasional signiﬁcant P-terms similar to
those shown in Fig. 2c.
Measuring the instantaneous p in the cell and computing
P-term from w′p′. This approach is based on a tradi-
tional WPL equation, modiﬁed by Massman & Lee
(2002) and Nakai et al. (2011) to a form which does not
neglect P-term. This is rarely used in the present ﬂux
calculations (Lee & Massman, 2011; Nakai et al., 2011;
Zhang et al., 2011). As with temperature, there are few
methodological questions about this method. Using
approach #2 for P-term generally implies computing
LE-term and H-term as well. Then, uncertainties in esti-
mating these terms using respective ﬂuxes measured
by eddy covariance method enter the ﬁnal ﬂux calcula-
tions, and may overpower raw w′qc′ itself (Lee & Mass-
man, 2011). At present, there is little consensus on the
role and importance of the P-term (Lee & Massman,
2011; Nakai et al., 2011; Zhang et al., 2011, etc.). Also, it
is not entirely clear if time delays for w′p′ would have
to be different when computing the P-term for CO2 ﬂux
vs. H2O ﬂux. It may not be fully clear in which order
and what exact frequency response corrections and
transfer functions should be applied to the members of
Eqn (2). In addition, several recent studies of closed-
path analyzers have shown that computing instanta-
neous mole fraction point-by-point using instantaneous
water vapor measurements may offer advantages over
the traditional approach of computing and applying
the LE-term (Leuning, 2004; Kowalski & Serrano-Ortiz,
2007; Leuning, 2007; Kowalski, 2008). The same reason-
ing should hold for the case of w′p′ and P-term.
Measuring instantaneous p in the cell and computing instan-
taneous mixing ratio. In this approach, instantaneous p
is incorporated into Eqn (4), and Eqn (1) is then used to
directly compute the gas ﬂux, so that no P-term,
H-term, or LE-term is required. As in the case of tem-
perature, this provides a number of advantages, includ-
ing accounting for small variations in the pressure
ﬂuctuations due to wind and pressure ﬁelds, pump
imperfections, and regardless of occasional high w′p′.
Also, discussion is no longer required on the impor-
tance of the instantaneous pressure ﬂuctuations, on the
order of the corrections, or on separate time delays for
CO2 and H2O in the enclosed or closed-path analyzer.
The ﬂux calculation workﬂow accounting for the
pressure ﬂuctuations is reframed from being an unset-
tled methodological issue to a fairly simple engineering
task (e.g., measure p fast and well, at the same time as
CO2 and H2O). We evaluate the performance of this
approach and test it vs. approach #2 in terms of CO2
and H2O ﬂux calculations in the respective sections
below.
Veriﬁcation of real-time computation of mixing ratio
The enclosed gas analyzer software uses Eqn (4) with
inputs from instantaneous temperature and pressure
measurements made in the cell to compute the mixing
ratio of CO2 and H2O in real time. Programming this
process is very difﬁcult, because measurements of CO2,
H2O, T, and p have to be done in such a way that an
entire air parcel passing through the cell at a speciﬁc
moment is characterized at that same moment. Such
characterization is fairly straightforward for CO2 and
H2O, as they are measured essentially at the same time
and over the same volume. It is a bit more difﬁcult with
pressure, as one needs to make sure that electronic
delays are set up in such a way that pressure of the air
parcel is measured at the same time as CO2 and H2O.
This is aided by an extremely rapid response of a differ-
ential pressure sensor deployed in the cell, and nearly
instant propagation of pressure ﬂuctuations from the
cell into the pressure sensor. Measuring temperature in
the cell requires a more sophisticated approach, as the
thermocouple has a ﬁnite time delay due to thermal
inertia of the junction bid, and because the absolute
number and attenuation are different for Tin and Tout.
This implies that characterization of the air parcel over
the entire cell requires weighting Tin and Tout to obtain
T, and delaying all other signals to match T for a given
ﬂow rate as described in Materials and methods.
To be conﬁdent in the instantaneous mixing ratio
data, these complex multistage onboard computations
need to be veriﬁed by hand calculations during postpro-
cessing, using raw time series for all inputs. This is done
to make sure that all delays, weighting, and synchroni-
zation are performed in the software correctly. Fig-
ure 3a–d shows examples of 10 Hz mixing ratio data for
CO2 and H2O computed in real time inside the instru-
ment and computed from 10 Hz density data by hand
using MS-Excel spreadsheet. In all cases, mixing ratio
computed in real time inside the instrument was virtu-
ally identical to that computed manually. Slight noise in
the data in Fig. 3b is related to rounding errors in the
manual calculations in conjunction with the narrow
range (<1.1 ppm) of the sampled CO2 concentrations.
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automated and manual calculations in other randomly
chosen periods during this and other experiments, and
for different output venues (e.g., Ethernet, USB, SDM,
Serial, Analog). The results conﬁrm that mixing ratio
can be computed correctly in real time using instanta-
neous measurements of temperature and pressure in
the enclosed analyzer with a short intake tube.
Comparison of mixing ratio-based and density-based
hourly ﬂuxes
With properly computed instantaneous mixing ratio,
hourly ﬂuxes without WPL terms (Eqn 1) should be
very similar or identical to those computed using the
traditional approach (Eqn 2), with the WPL correction.
Figure 4a demonstrates an example of the similarity for
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Fig. 3 Example of 10 Hz mixing ratio data from the enclosed gas analyzer computed in real time inside the instrument (solid gray line)
plotted vs. those computed from 10 Hz density data by hand (dotted black line): (a) example of 30 s of CO2 data plotted vs. time; (b)
1 h of 10 Hz CO2 data computed by the instrument vs. those computed by hand; (c) example of 30 s of H2O data plotted vs. time; (d)
1 h of 10 Hz H2O data computed by the instrument vs. those computed by hand. November 12, 2009, 13:00–14:00 hours, Lincoln, NE
Site. Instrument software computes mixing ratio well for both CO2 and H2O.
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Fig. 4 Examples of (a) diurnal CO2 and H2O ﬂuxes computed from mixing ratio without WPL correction and computed from tradi-
tional density-based ﬂuxes with WPL correction; and (b) potential errors in mixing ratio-based ﬂux calculations that could have
occurred if cell temperature was not properly delayed in the instrument in relation to other signals required for instantaneous conver-
sion from density to mixing ratio following Eqn 4. November 12, 2009, Lincoln, NE Site. When instantaneous inputs in Eqn 4 are inten-
tionally misaligned, the error in the mixing ratio-based ﬂuxes rapidly increases with the delay. When the inputs are properly
synchronized, as computed by the instrument software in real time, the mixing ratio-based ﬂuxes match density-based ﬂuxes.
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394 G. BURBA et al.the hourly ﬂuxes over 1 day during the experiment in
Nebraska (NE in Table 3). Very little difference is
observed between mixing ratio-based ﬂux calculations
and traditional density-based ﬂux calculations for both
CO2 and H2O during day and night, and for positive
and negative ﬂux values.
However, the similarity of mixing ratio-based and
density-based ﬂux calculations from the same enclosed
instrument should not be taken for granted. Using the
traditional approach (Eqn 2), H and E are computed
during the postprocessing, and proper delays are deter-
mined using circular correlation or other similar means.
So, if the relevant instantaneous time series (e.g., CO2,
H2O, T, P) were to be misaligned in relation to each
other, the postprocessing routine would re-align them,
leading to correct results for the traditional ﬂux calcula-
tions. Using the mixing ratio-based approach (Eqn 1)
with the instantaneous mixing ratio output (Eqn 4),
there is no opportunity for on-the-ﬂy postprocessing to
re-align the misaligned time series used in Eqn (4).
Hence, the instrument must be designed such that the
relevant time series are properly aligned and synchro-
nized with each other at high speed. Figure 4b illus-
trates the importance of such alignment using cell
temperature as an example. When instantaneous cell T
was intentionally misaligned, the error in the mixing
ratio-based CO2 ﬂuxes rapidly increased with the
delay. Daytime CO2 uptake becomes larger as if it was
under-corrected by H-term in WPL. Sub-second delays
caused errors of few percent, and multi-second delays
caused ﬂux errors as high as 25–75%. When the inputs
were properly synchronized, as computed by the
instrument software in real time, the mixing ratio-based
ﬂuxes matched density-based ﬂuxes, as expected from
the theory.
This example also emphasizes that to conﬁdently use
the mixing ratio-based approach and beneﬁt from its
advantages, the enclosed design needs to be tested in a
wide range of conditions to make sure that it is capable
of consistently producing mixing ratio-based ﬂuxes
comparable to the traditional density-based ﬂuxes.
Figure 5 shows one-to-one comparison of hourly CO2
ﬂuxes from nine experiments conducted over broad
range of geographic and climatic conditions with vari-
ous experimental setups (Table 3) for the entire dura-
tion of each respective experiment. Table 4 summarizes
the slopes, offsets, and R
2 for each experiment. In all
cases, the ﬂuxes measured using mixing ratio were
within 4% of those measured in a traditional manner
using density-based covariance and WPL corrections,
with six of nine sites being within 2%. The largest dif-
ference of 4% was observed only at the CA-2 site, which
had a measurement height of 7–18 times taller than any
other site, the highest H2O ﬂux affecting LE-term in
WPL, and the fewest number of available hours of data.
Considering the error bars of the eddy covariance
(
( )
)
Fig. 5 Mixing ratio-based CO2 ﬂuxes without WPL correction plotted vs. traditional density-based ﬂuxes at nine different deployments
over a wide range of environmental conditions, in mmol CO2 m
 2 s
 1. Mixing ratio-based approach performs well for CO2 ﬂux across
all sites collectively (Table 4), and for nearly each hour at each site.
© 2011 Blackwell Publishing Ltd, Global Change Biology, 18, 385–399
CO2 AND H2O FLUXES FROM FAST MIXING RATIO 395measurements to be on the order of 10–20% (Goulden
et al., 1996; Richardson et al., 2006; Billesbach, 2011),
hourly mixing ratio-based ﬂuxes at all sites were nearly
identical to the traditional density-based ﬂuxes. Water
vapor ﬂuxes were within 1% at all nine sites (Fig. 6;
Table 5), as expected due to a much larger raw covari-
ance ﬂux dominating the WPL corrections.
On average, mixing ratio-based ﬂuxes of CO2 and
H2O from all nine sites were about 1% larger (ns) than
density-based ﬂuxes, with negligible offsets. No speciﬁc
connection was found between site setup or weather
parameters, and between the small differences
observed between mixing-ratio-based and density-
based ﬂuxes. It is also important to note that in the case
Table 4 Results of CO2 ﬂux comparisons between mixing
ratio-based ﬂux calculations and traditional density-based ﬂux
calculations from the enclosed gas analyzer: [mixing ratio-
based ﬂuxes] = [slope] 9 [traditional density-based ﬂuxes] +
[offset]
Site Slope
Offset
(mmol m
 2 s
 1) R
2 n (h)
AK 1.00  0.0009 1.00 1897
AZ-1 1.00  0.00007 0.96 441
AZ-2 0.97  0.00003 0.99 5828
CA-1 1.02 0.00003 1.00 381
CA-2 1.04
s 0.00001 1.00 318
NE 1.00  0.00006 1.00 370
NM-1 1.03
s  0.00004 0.99 381
NM-2 1.02  0.00006 0.99 346
OR 1.01  0.00001 1.00 806
All data 1.01  0.00013 0.99 8869
(
()
Fig. 6 Mixing ratio-based H2O ﬂuxes (LE) without WPL correction plotted vs. traditional density-based ﬂuxes with WPL correction at
nine different deployments over a wide range of environmental conditions, W m
 2. Mixing ratio-based approach performs well for
H2O ﬂux across all sites collectively (Table 5), and for each hour at each site.
Table 5 Results of H2O ﬂux comparisons between mixing
ratio-based ﬂux calculations and traditional density-based ﬂux
calculations from the enclosed gas analyzer: [mixing ratio-
based ﬂuxes] = [slope] 9 [traditional density-based ﬂuxes] +
[offset]
Site Slope
Offset
(W m
 2) R
2 n (h)
AK 1.00 0.0 1.00 1897
AZ-1 1.00 0.0 1.00 441
AZ-2 1.00 0.0 1.00 5828
CA-1 1.01 0.0 1.00 381
CA-2 1.01  0.1 1.00 318
NE 1.01  0.1 1.00 370
NM-1 1.01  0.1 1.00 381
NM-2 1.01 0.0 1.00 346
OR 1.01 0.0 1.00 806
All data 1.01 0.0 1.00 8869
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396 G. BURBA et al.of H2O ﬂuxes, this statistically insigniﬁcant 1% would
imply ca. 2–4% improvement in the energy budget clo-
sure, depending on the size of the available energy,
although this is a small improvement of the average
imbalance of about 20% among sites (Wilson et al.,
2002).
The consistent results across a wide range of condi-
tions suggest that using instantaneous mixing ratio to
compute hourly ﬂuxes of CO2 and H2O, without WPL
correction, is in no way inferior to the traditional way
of computing ﬂuxes from densities and applying WPL
corrections in postprocessing. However, the use of the
mixing ratio may be more beneﬁcial than the traditional
method in terms of methodology, because it eliminates
several areas of little consensus in the community
related to data processing, namely:
1 Order of the frequency response corrections in rela-
tion to WPL corrections (Massman, 2004).
2 Necessity, or lack thereof, of using separate time
delays for T and H2O when computing H and E for
input into WPL terms in Eqn (2) (Ibrom et al., 2007).
3 Necessity, or lack thereof, of including pressure term
in WPL equation (Lee & Massman, 2011; Nakai et al.,
2011; Zhang et al., 2011).
4 The form of the WPL equation itself (Liu, 2005; Ko-
walski, 2006; Liu, 2006; Leuning, 2007; Liu, 2009; Lee
& Massman, 2011).
Use of the instantaneous mixing ratio also signiﬁ-
cantly simpliﬁes the related portion of ﬂux processing
down to two essential steps:
1 Running time delay between w′ and s′ to obtain maxi-
mum covariance.
2 Applying frequency response corrections to obtain
the ﬁnal ﬂux.
Another potential upside of mixing ratio-based ﬂux
calculations is eliminating uncertainty in eddy ﬂux
inputs for LE-term and H-term (Eqn 2), in favor of
introducing the uncertainties from T and p measure-
ments in Eqns (1) and (4). Approximate uncertainties
for eddy covariance-based E and H in WPL equation
would be 10–20% (Goulden et al., 1996; Richardson
et al., 2006; Billesbach, 2011), whereas uncertainty asso-
ciated with T and p measurements would be on the
order of single digit percentages or less depending on
ambient conditions and instrument setup and mainte-
nance.
The ﬁndings presented in this study also validate
recent ﬁndings and recommendations on using mixing
ratio and mole fraction without WPL correction in the
literature from closed-path analyzers (Ibrom et al.,
2007; Kowalski & Serrano-Ortiz, 2007; Leuning, 2007;
Kowalski, 2008) and enclosed analyzers (Nakai et al.,
2011), and may help to substantially unify data process-
ing steps in the ﬂux network and to assure better inter-
comparisons between sites and networks.
All evidence from this and other studies points to
the mixing ratio being either similar or superior to a
traditional density-based way of computing ﬂuxes,
and no evidence points to the mixing ratio being infe-
rior to a density-based approach. However, the ques-
tion as to which of the two approaches produces a
better measure of eddy ﬂux could only be resolved
conclusively via a direct experiment over the area
with known ﬂux magnitudes, similar to parking lot
experiments conducted by Ham & Heilman (2003),
Ono et al. (2008), Kondo and Tsukamoto (2008)
designed to verify the performance of WPL approach.
However, in the case of an enclosed gas analyzer with
instantaneous mixing ratio output, the parking lot
experiment may need to be conducted over a wet lot
to maximize the LE-term in the WPL correction. In
such an experiment, the nearness of CO2 ﬂux to
zero would be an ultimate criterion in determining
which approach is better. Such an experiment would
also help to deﬁne ﬂux uncertainty and minimum
detectable ﬂux for the mixing ratio-based approach
in comparison with the traditional density-based
approach.
Conclusions
A newly designed enclosed gas analyzer measures
instantaneous temperature and pressure in the cell,
simultaneously with CO2 and H2O, so that instanta-
neous gas density and mixing ratio can be output at the
same time. The performance of the new design was
examined over a wide range of conditions using data
from nine ﬁeld experiments. Following are the ﬁve key
conclusions:
1 Temperature attenuation in a 1-m intake tube is 90–
99%. The remaining H-term in WPL correction is
small but not negligible, nor it is always negligible in
a traditional closed-path design with 4.5 m tube. The
H-term should be considered in all cases using fast
temperature measured inside the cell. H-term can be
accounted for explicitly after Webb et al. (1980) or
implicitly using instantaneous mixing ratio output
from the enclosed analyzer.
2 Pressure ﬂuctuations in the enclosed design are
small, and the P-term in the WPL correction is close
to zero but not negligible, nor is it always negligible
in a traditional closed-path design. The P-term
should be accounted for in all cases by measuring
fast pressure inside the cell. This can be done explic-
itly by computing the P-term after Lee & Massman
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output from the enclosed analyzer.
3 Mixing ratio output from the enclosed analyzer,
incorporating water dilution and pressure–tempera-
ture expansions and contractions, can be computed
in real time in the instrument software, so that no
point-by-point conversion from density is needed in
postprocessing.
4 Using the instantaneous mixing ratio for calculations
of hourly ﬂuxes, without WPL corrections, results in
ﬂuxes nearly identical to the traditional density-
based ﬂuxes with subsequent WPL corrections across
all experiments over a wide range of conditions.
5 While consistent results across a wide range of condi-
tions suggest that the mixing ratio approach is simi-
lar to the traditional approach in terms of the hourly
ﬂux magnitudes, the mixing ratio may be superior
methodologically, because:
• it eliminates several areas of controversy in the
community related to data processing (e.g., order
of the corrections; time delay issues for T and
H2O when computing H and E for the WPL; pres-
sure term inclusion in WPL; the form of the WPL
itself, etc.);
• it signiﬁcantly simpliﬁes the related portion of
ﬂux processing down to two steps (determining
time delay between w′ and s′ and applying fre-
quency corrections);
• it reframes the ﬂux calculation workﬂow from
being a fairly complex theoretical and methodo-
logical problem to a fairly simple engineering
task (e.g., measure T and p fast and well, at the
same time as CO2 and H2O);
• it potentially could increase ﬂux data quality and
temporal resolution, and reduce the size of uncer-
tainty and minimum detectable ﬂux, because
errors in LE-term, H-term, and P-term coming
from eddy covariance (±10% to ±20%) are
replaced with errors from H2O, T, and p measure-
ments in the cell (less than a few single percent-
ages);
• it may help to substantially unify data processing
steps in the ﬂux community and to assure better
intercomparison between different sites and net-
works.
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